REEE PR EETEE Liquid Nitrogen Dewar Precautions
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The liquid nitrogen dewars at ASCEM are shared resources and ma|nIy prowde users for short-term storage of samples

to facilitate experiments. In principle, users are responsible for the storage of samples.
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Please watch out the level of liquid nitrogen in the Dewar and replenish it yourself. (Remaining LN2 after using

vitrobot can be used.)
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2% Don’t replenish too much LN2 to avoid the overflow.

2. —(@/NERRINE 4 RESE -

One canister can put up to FOUR sample tubes.
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The rope of the sample tube should be long enough to avoid falling into the Dewar.
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The tag of the sample tube must be marked clearly so that the staff can find it easily.
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One tube can put up to FIVE grid boxes and please put a heavy object in the tube to assist in fixing.
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